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Spain
5)Instituto de Microelectrónica de Barcelona (IMB-CNM, CSIC), C/ dels Til.lers Campus UAB,
08193 Cerdanyola del Vallès (Barcelona), Spain
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I. INTRODUCTION
The acceleration of protons by highly intense pulses of
femtosecond lasers is a field of very active research with
many potential applications.1 The spectral distribution
of the protons varies strongly with the experimental con-
ditions and its precise measurement is an essential part
of related experiments. The biggest challenge resides in
the detection of a large number of particles (of the order
108/msr) which are produced almost instantaneously and
which energies are typically spread over the entire range
up to a certain maximum []. For a quantitative charac-
terization protons of different energies may be separated
spatially (in magnetic fields []) or by the time-of-flight
technique2. In addition, passive detector materials have
often been used due to their easy handling and their lack
of sensitivity to electromagnetic noise3. These comprise
radiochromic films which allow for highly resolved anal-
ysis of the beam profile4,5 and CR-39 plates, the latter
being especially useful at small particle densities and for
a clear separation between protons and ions from elec-
trons and photons.
CR-39 has been applied in different ways for the de-
tection of laser-accelerated protons. Multi-MeV protons
can be absorbed in CR-39 stacks, possibly with addi-
tional, passive materials in front, in order to obtain their
energies from the range and corresponding energy loss6.
For protons between 0.9 and 2.5 MeV a method based on
multiple etching has been proposed recently7. However,
for practical purposes a single processing cycle (etching
and track analysis) of CR-39 plates is preferred, espe-
cially for elevated numbers of samples. The main objec-
tive of the present work is to measure particle energies
directly from the track sizes. Previous studies showed
that above 1 MeV approximately the diameters of etched
tracks become smaller with increasing proton energy as
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the ionisation density decreases8. The opposite tendency,
an increase of track size for higher energies, has been
observed below 1 MeV in some publications, indicating
a strong dependence on the etching conditions. Lee et
al.9 measured a maximum track diameter of 14.3 µm for
0.3 MeV protons after 6 hours etching at 70°C in 6N
NaOH. Under the same conditions, similar observations
have been made more recently by Baccou et al.10. A
more abundant calibration was presented by Malinowska
and coworkers11 for a 6.25N NaOH bath at 70°C, finding
a clear relation between the maximum track size and the
etching time (4-20 hours).
Inspired mainly by this latter publication we have
sought for a method of extracting quantitative proton
spectra directly from the distribution of track sizes on
single CR-39 plates. This requires a one-to-one relation
between track diameters and proton energies. In order to
establish this relation we have irradiated CR-39 samples
with monoenergetic protons from a tandem accelerator
(section II). For a practical use it is necessary to guar-
antee a limited processing time after irradiation of the
plates, including etching, scanning, and image process-
ing; particle spectra should be extracted within a few
hours after a laser-acceleration experiment. We have
evaluated different etching conditions and image analysis
procedures to find a suitable procedure (section III). Fi-
nally, we have used this procedure to analyse samples of
laser-accelerated protons (section IV). Our work focusses
on proton energies between 0.2 and 5.5 MeV correspond-
ing to the expected cinematic range at a few TW laser
power.
II. SAMPLE IRRADIATION WITH MONOENERGETIC
PROTON BEAMS
All experiments of the present study have been carried
out with CR-39 plates of 10 × 10 mm2 size and 0.9 mm
thickness (Radosys, Hungary). An etching bath con-
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tainer with remote controlled temperature has been pro-
vided by the same company. Calibration data with mo-
noenergetic proton beams have been taken at the 3 MV
tandem accelerator of the Spanish National Accelerator
Centre (CNA, Seville). The beam energy can be freely
adjusted between 0.7 and 5.5 MeV, with a precision of
a few keV. To extend the proton energy range below
0.7 MeV mylar foils with a total thickness of 10 µm have
been placed in front of the CR-39 plates. The result-
ing energies and their corresponding uncertainties in this
interval lie between 100 ± 49 keV and 508 ± 33 keV as
calculated with SRIM12. A total of 19 different beam
energies have been selected in the overall interval (0.1 -
5.5 MeV) and several samples have been irradiated for
each one.
In order to avoid major numbers of overlapping tracks
due to saturation the particle flux has been controlled
as follows. The minimum, continuous beam current of
the tandem accelerator is about 1 pA or 6× 106 protons
per second which are distributed over an area of 1 cm2
defined by a rhombic collimator. The beam profile was
not uniform. A beam kicker between the proton source
and the tandem, coupled to a pulse generator, has been
used to produce bunches of 0.1-10 ms length at 1 Hz, re-
ducing the mean particle number by a factor 102-104. A
beam monitor based on a plastic scintillator with PMT
readout on a fast oscilloscope13 allowed for direct verifi-
cation of the proton flux in the target spot. This control
measurement was carried out after beam optimisation at
each energy setting, before moving the samples into the
beam position. Thus, every CR-39 plate was hit by a
total of 103-104 protons within a few seconds irradiation
time, resulting in sufficient numbers of non-overlapping
tracks to allow for statistically significant analysis of typ-
ical diameters corresponding to each beam energy.
The nuclear track detectors have been etched with
6.25N NaOH at 90°C with varying etching times (2-6
hours). One control series has been etched at 70°C dur-
ing 4 hours.
III. SCANNING PROCEDURES AND IMAGE
PROCESSING
The measurement of the track size and particle num-
bers requires scanning of major parts of the irradiated
surfaces and results in elevated numbers of images for
each single CR-39 plate. This has been achieved with a
scanning microscope (Radosys PT10). The pixel size of
0.6 µm is far below the diameter of typical proton tracks.
We have developped a software code based on ROOT14
for the identification and size measurement of tracks on
these images over a wide range of diameters. It com-
prises an edge detection algorithm for the search of track
borders. A Hough transform is used to identify circular
patterns (track ellipticity is not considered as we work
at normal particle incidence in all our experiments). It
is iterated over a predefined range of diameters to search
for the best match.
Representative subsets of images have been processed
for each proton energy (examples are presented in Figure
1) and the corresponding distributions of measured track
diameters have been represented in histograms (Figure
2). They typically show clear peaks around a central
value. Several factors contribute to the finite width of
these peaks, the most important one being true differ-
ences in the track sizes even of “monoenergetic” samples.
Between 0.2 and 0.5 MeV these variations mainly stem
from the inherent differences of protons energies due to
straggling in the absorber foils. Some particles may be
scattered on the collimator edges and lose part of their
energy. No clear tracks of equal size have been identi-
fied at 0.1 keV, in agreement with former publications [].
For each setting, the mean value and standard deviation
around the peak are interpreted as nominal track size
and its corresponding experimental error, respectively.
FIG. 1. (Color online) Proton tracks of calibration samples
for 0.7 MeV, 1.0 MeV, 2.35 MeV, and 4.5 MeV beam energy,
etched at 90°C during 4 hours.
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FIG. 2. (Color online) Track diameter distributions of cali-
bration samples. For illustration, the counts have been nor-
malised to the same maximum height.
For proton energies, Ep, increasing from 0.2 to 1 MeV
approximately (interval I1), the mean track diameters,
Dt, increase rapidly. Beyond a maximum around 1 MeV,
which position slightly varies according to the etching
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conditions, and continuing through the entire investi-
gated range (interval I2), protons of higher energies pro-
duce smaller tracks (Figure 3). These observations are
qualitatively consistent with previous publications, es-
pecially by Malinowska et al.11 (the calibrated range by
Sinenian and coworkers8 started from 1 MeV, comprising
only the decreasing interval). The principal, quantitative
difference resides in the large pit sizes due to the high
etching temperature of 90°C. After 4 hours track diam-
eters up to 26 µm are reached; at 70°C, about 20 hours
are necessary to obtain similar values11. This implies a
strong gradient, dEp/dDt ' 2.5 µm/(100 keV), in I1 al-
lowing for a clear separation of different proton energies
with 0.6 µm wide image pixels. The gradient is much
smaller after 2 hours etching, with a maximum of 16 µm
diameter. After 6 hours, in turn, the track identification
does not further improve, and the number of overlapping
tracks increases. We therefore have selected the 4 hours
sample as our reference for the remainder of this study.
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FIG. 3. (Color online) Measured track diameters as a function
of proton energy. a) 4 hours etching at 90°C. b) 2 hours and
6 hours at 90°C.
The data trends of the two intervals have been approx-
imated by simple analytical functions,
Dt = a0 + a1Ep + a2E
2
p (1)
for I1 (Ep ≤ 1 MeV) and
Dt = b0 + b1e
−b2Ep (2)
for I2 (Ep ≥ 1 MeV). The data point at 1.0 MeV forms
part of both fitted samples. The results for the 4 hours
data set are shown in Figure 3 together with the 95%
confidence intervals; the fit parameters are summarized
in Table I. Eq. (1) can be inverted to obtain proton













Obviously, this holds only as long as all protons incident
on the CR-39 plates are below 1 MeV. Despite this limita-
tion the proposed technique can provide precise particle
spectra as will be shown in the following section.
a0 −9.24 ± 4.61 b0 7.61 ± 1.12
a1 73.63 ± 13.69 b1 36.92 ± 4.19
a2 −38.35 ± 9.53 b2 0.722 ± 0.134
TABLE I. Fitted parameters for the sample of Figure 3(a).
IV. APPLICATION TO LASER-ACCELERATED
PROTONS
We have used the CR-39 plates of 1 cm2 size for the
spectral characterisation of protons from laser-plasma in-
teractions. These experiments have been carried out on
a 3 TW, table-top Ti:Sapphire laser with up to 165 mJ
focussed energy on the laser target in 55 fs pulses (details
of the setup have been reported in15). Consider first an
example at low laser intensity (93 mJ on a 7 µm thick alu-
minium target foil). Fig. 4(a) shows an image of a CR-39
plate placed 230 cm behind the target and directly ex-
posed to the particle flux from a single laser shot. The
etching conditions and image processing are as described
in section III, resulting in a distribution of track diam-
eters (Fig. 4(b)). For the smallest track sizes relatively
large differences between neighbouring bins can be seen.
This results from finite binning effects of the automatic
track recognition algorithm. The main part of the distri-
bution is smooth. The track diameters are converted into
proton energies by eq. (3) as shown in Fig. 5. The bin-
ning of this spectral distribution corresponds to the pixel
size of the initial image. As the conversion to the energy
scale is nonlinear the final bins are not of equal width
as is indicated by the horizontal error bars. The vertical
error bars correspond to the square root of counts of each
bin in Fig. 4(b). To obtain absolute particle numbers per
solid angle a scale factor is applied taking into account
the total area of analysed, microscopic images and the
target distance. The spectral shape can be approximated
by an exponential decrease up to a sharp maximum en-
ergy, Emax, which is typical of laser-accelerated protons
(in TNSA). The number of protons, Np, of energy Ep




· e−Ep/E0/(1 + e(Ep−Emax)/∆E) . (4)
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Here, E0 is interpreted as the mean temperature. The
parameter ∆E has been introduced in the term in paran-
theses to reproduce the finite width of the fall-off. In
this case, E0 = (868.4 ± 163.4) keV, Emax = (781.8 ±
12.3) keV, and ∆E = (22.0 ± 8.7) keV have been ob-
tained from a fit to the data.
a) b)
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FIG. 4. a) Microscopic image of a CR-39 plate without ab-
sorber foil, exposed to a single laser shot at low intensity.
b) Distribution of track diameters obtained from a series of
images of the same plate.
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Energy distribution from track diameters
FIG. 5. Proton spectra extracted from the CR-39 plate of
Fig. 4.
At low laser intensity like the measurement described
above the proton energies were found to be well within
the turning point of the calibration curve (below 1 MeV).
For tests at higher laser energy (165 mJ on target) our
setup has been slightly modified. For each laser shot,
four CR-39 plates have been arranged around a central
hole (Fig. 6) to allow for simultaneous observation of pro-
tons from the same shot on a time-of-flight detector13.
The opening angle of the proton beam (typically around
10°) is much larger than the lateral displacement of the
plates (∼ 1°), thus we expect very similar particle spec-
tra from both kinds of measurement. The target distance
was 100 cm. In addition, the CR-39 plates have been
covered with aluminium foils of different thicknesses, for
two purposes. On the one hand, to absorb the domi-
nant, low-energetic part of the continuous spectral dis-
tributions and thus avoid saturation due to overlapping
tracks. And on the other hand, to reduce the energy of
the remaining particles and shift them to the calibrated
range below 1 MeV. The corresponding energy loss has
been calculated with SIMNRA16. For a given absorber
thickness, dabs, incident protons must possess a minimum
kinetic energy, Emin, to exceed the detection limit on
the subsequent CR-39 plate (200 keV) and produce clear
tracks (Table II). Similarly, the initial energy of the pro-
tons must not exceed a maximum, Emax, to make sure
that they fall inside the calibrated range below 1 MeV.
FIG. 6. (Color online) Support structure for four individual
CR-39 plates, each one covered with aluminium foils of differ-
ent thicknesses. Part of the protons pass through the central











TABLE II. Minimum and maximum incident proton energies
on aluminium foils of thickness dabs corresponding to the cal-
ibrated range of detected energies on CR-39 plates.
As a second example, consider CR-39 plates obtained
from a single laser shot on a 2 µm thick mylar target
foil (“target 2”). Individual tracks can clearly be distin-
guished when 7 µm or 10 µm thick absorbers are used
(Fig. 7). With thinner aluminium foils the tracks over-
lap and their sizes cannot be resolved. Following the pro-
cedure described in section III the distribution of track
diameters is obtained for a representative selection of
microscopic images of each plate. The track diameters
are converted into proton energies incident on the CR-
39 plates by eq. (3). Subsequently, the initial particle
energy (from the laser-plasma interaction) is calculated
correcting for the energy loss in the absorber.
In Fig. 7, the data points from a CR-39 plate covered
with a 7 µm thick absorber start around 750 keV as stated
in Table II. They correspond to proton numbers of the
order 105/msr up to 0.93 MeV where a sudden decrease
is observed. The same analysis has been performed for
the plate covered with a 10 µm thick absorber. Here,
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the overall range of detected particle energies is smaller
(starting from 875 keV) and the particle numbers per bin
decrease rapidly at 1.02 MeV. Both spectra are compared
to the particle energy distribution which has been ob-
tained for the same laser shot using the time-of-flight de-
tector (continuous line in Fig. 7; for details of the analysis
and normalization procedure see15). The three indepen-
dent measurements give similar values for the maximum
proton energy within a full range of (0.98± 0.05) MeV.
a) b)
FIG. 7. Microscopic images of CR-39 plates after a single
laser shot (target 2), covered with (a) 7 µm and (b) 10 µm of
aluminium, respectively.
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FIG. 8. (Color online) Comparison of proton spectra ex-
tracted from CR-39 plates covered with 7 µm and 10 µm alu-
minium foils, respectively. The thin curve shows the spectra
of the same shot reconstructed from the time-of-flight detec-
tor.
In the previous example, the highest particle energies
were still close to the range allowing for a one-to-one cor-
respondence between track diameters. We have studied
the applicability of our method also for the case of sig-
nificantly higher proton energies. This is demonstrated
with a single laser shot of 165 mJ on a 0.65 µm thin
aluminium membrane produced with MEMS techniques
from a silicon wafer. Four CR-39 plates have been ar-
ranged as described above, but covered with thicker ab-
sorber foils (18-43 µm of aluminium). With 18 µm and
25 µm covers the track density is too high for a spec-
tral analysis (Fig. 9(a)). With a 35 µm absorber, to the
contrary, individual tracks with a wide range of diame-
ters can be observed (Fig. 9(b)). Following the procedure
described previously the spectra of Fig. 10 has been re-
constructed. Here again, the maximum proton energy
(2.08 MeV) compares well with the result of the time-of-
flight measurement of the same laser shot. In this case,
only the region close to the end point of the spectral
distribution can be investigated by our method which,
however, allows for an independent check of the results
obtained with a different type of detector.
a) b)
FIG. 9. Microscopic images of CR-39 plates exposed to a
single laser shot (target 3), covered with (a) 25 µm and (b)
35 µm of aluminium, respectively.
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FIG. 10. (Color online) Proton spectra extracted from CR-39
plates covered with a 35 µm aluminium foil (target 3). The
thin line shows the spectra of the same shot reconstructed
from the time-of-flight detector.
V. CONCLUSIONS
We present a method of determining spectral proper-
ties of laser-accelerated protons using CR-39 track de-
tector. Proton energies between 0.2 MeV and 1.0 MeV
are directly correlated with the track diameters. Etch-
ing at 90°C during 4 hours allows for fully exploiting
this equivalence as we have shown in calibration measure-
ments. We have applied our method to laser-accelerated
protons in different working regimes. At low laser inten-
sities where particle energies do not exceed 1 MeV precise
spectra can be extracted from one irradiated CR-39 plate
and after a single etching and image analysis procedure.
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At higher intensities and correspondingly elevated parti-
cle energies and track densities, several CR-39 plates can
be covered with absorber foils of different thicknesses to
shift the detected part of the spectra to the calibrated
range. This allows for a precise determination of the
maximum proton energies. The information obtained in
this way is much more precise than “binary” measure-
ments based on the mere observation of tracks behind
absorbers of different thicknesses.
The proposed method may be limited to maximum
proton energies below 10 MeV and, correspondingly,
moderate laser energies (≤ 1 J) as straggling in the ab-
sorbers becomes increasingly important at larger thick-
nesses. Nevertheless, it may be a useful tool for ex-
periments in a regime accessible for cost-effective, table-
top lasers. Further, it allows for cross-checks of results
obtained from alternative detection techniques, a task
which is still challenging at high particle intensities in
very short pulses.
ACKNOWLEDGMENTS
The authors appreciate the collaboration of the CNA
accelerator operators. This project has been funded by
the Spanish Ministry for Economy and Competitiveness
within the Retos-Colaboración 2015 initiative, ref. RTC-
2015-3278-1. P. Mur has been awarded a Garant́ıa Juve-
nil grant.
1H. Daido, M. Nishiuchi, and A. S. Pirozhkov, “Review of laser-
driven ion sources and their applications,” Reports on Progress
in Physics 75, 056401 (2012).
2A. Yogo, H. Daido, A. Fukumi, Z. Li, K. Ogura, A. Sag-
isaka, A. S. Pirozhkov, S. Nakamura, Y. Iwashita, T. Shirai,
A. Noda, Y. Oishi, T. Nayuki, T. Fujii, K. Nemoto, I. Woo Choi,
J. Hee Sung, D.-K. Ko, J. Lee, M. Kaneda, and A. Itoh, “Laser
prepulse dependency of proton-energy distributions in ultrain-
tense laser-foil interactions with an online time-of-flight tech-
nique,” Physics of Plasmas 14, 043104 (2007).
3P. Bolton, M. Borghesi, C. Brenner, D. Carroll, C. D. Martinis,
A. Flacco, V. Floquet, J. Fuchs, P. Gallegos, D. Giove, J. Green,
S. Green, B. Jones, D. Kirby, P. McKenna, D. Neely, F. Nuesslin,
R. Prasad, S. Reinhardt, M. Roth, U. Schramm, G. Scott, S. Ter-
Avetisyan, M. Tolley, G. Turchetti, and J. Wilkens, “Instrumen-
tation for diagnostics and control of laser-accelerated proton (ion)
beams,” Physica Medica 30, 255–270 (2014).
4F. Nürnberg, M. Schollmeier, E. Brambrink, A. Blažević, D. C.
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